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Abstract 

The  new  facilities  at  the  SUNY/AB  High  Field  Ma¬ 
terials  Research  Laboratory  and  Dielectric  Diagnostics 
Laboratory  include  pulse.  Impulse,  and  ac  generation 
systems,  as  well  as  apparatus  for  dielectric  measure¬ 
ments,  electrical  and  thermal  prestressing,  and  liquid 
impregnation  of  dielectric  films.  These  facilities 
are  described  here,  and  the  results  of  some  representa¬ 
tive  tests  are  presented  in  order  to  demonstrate  the 
application  of  the  apparatus  to  insulation  research. 

I .  Introduction 

Insulation  testing  facilities  at  the  SUNY/AB 
High  Fields  Materials  Research  Laboratory  (HFMRL) 
and  the  Dielectric  Diagnostic  Laboratory  (DDL)  have 
been  set  up  to  study  the  effects  of  electrical  and 
thermal  prestressing  upon  the  physical  properties 
of  the  new  composite  dielectric  systems  proposed 
for  use  in  high-voltage  energy  storage  and  transfer 
devices.  A  typical  system  consists  of  an  insulating 
film  (such  as  polypropylene)  impregnated  in  a  liquid 
dielectric  (such  as  an  aromatic  hydrocarbon  oil).  In 
these  facilities  the  major  electrical  test  apparatus 
comprise  a  capacitance  bridge,  an  ac  partial  dis¬ 
charge  analysis  system,  an  impulse  generator  and  a 
high-voltage  pulser  for  repetitive  breakdown  voltage 
measurements.  To  complement  the  electrical  measure¬ 
ments,  there  are  mechanical  test  apparatus  which  can 
measure  tensile  strength,  Young's  modulus,  complex 
modulus  and  mechanical  loss  (tan  5).  Also,  there  are 
dielectric  film  impregnation  facilities  and  equip¬ 
ment  to  implement  simultaneous  electrical-and-thermal 
aging  studies.  The  apparatus  described  in  this 
paper  offers  a  unique  variety  of  ways  to  character¬ 
ize  an  insulation  system.  This  characterization 
can  ultimately  lead  to  the  development  of  mathema¬ 
tical  models  which  permit  both  quantitative  descrip¬ 
tion  and  prediction  of  the  breakdown  phenomenon, 
therefore  leading  to  an  efficient  and  reliable 
design  of  high  voltage  systems. 

The  purpose  of  this  paper  is  to  describe  the 
function  and  use  of  the  major  insulation  research 
facilities  at  the  HFMRL/DDL.  In  addition,  the  re¬ 
search  capabilities  of  the  HFMRL/DDL  are  demonstrated 
by  presenting  some  of  the  data  obtained  in  a  repre¬ 
sentative  investigation  of  polypropylene  films  impreg¬ 
nated  in  a  commercially  available  aromatic  hydrocarbon 
liquid.  The  results  are  not  discussed  or  analyzed  in 
detail  because  the  main  intent  of  this  paper  is  to 
demonstrate  the  Insulation  research  capabilities  of 
the  HFMRL/DDL. 

II .  Description  of  Test  Facilities 

The  design  and  operation  of  the  equipment  used 
for  the  impregnation  of  dielectric  films,  electrical 
and  thermal  prestressing,  electrical  tests,  and  mech¬ 
anical  tests  are  described  in  the  following  subsec¬ 
tions. 
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II. 1  Impregnation 

The  impregnation  system  consists  primarily  of  a 
NAPCO  vacuum  oven.  Model  5831,  which  has  a  built-in 
thermometer,  a  regulating  thermostat  as  well  as  a 
safety  thermostat.  It  also  has  a  30-in  Hg  vacuum 
gauge  and  two  openings,  one  for  the  vacuum  pump  to 
evacuate  the  oven,  and  the  other  for  the  impregnant 
liquid  to  enter  the  oven.  In  order  to  maintain  the 
vacuum  at  the  proper  level,  a  DUO  SEAL  vacuum  pump, 
Model  1397,  which  has  four  times  the  capacity  of  the 
variable  leak  rate  and  load  requirements,  is  used  in 
conjunction  with  the  oven.  A  block  diagram  of  a 
typical  impregnation  cycle  is  shown  in  Figure  1. 


Figure  1.  Block  diagram  of  the  impregnation  cycle. 

11 .2  Aging  Facil ity 

The  aging  facility  has  the  capability  of  elec¬ 
trically  and  thermally  prestressing  the  Impregnated 
samples  prior  to  electrical  and  mechanical  testing. 

The  desired  high  voltage  Input  into  the  oven  (descri¬ 
bed  below)  which  can  reach  up  to  15  kV  can  be  obtained 
from  either  one  of  the  two  available  power  supply 
units:  a  Hipotronics  100  kV,  20  kVA,  ac  Dielectric 
Test  Set  Model  7100-20;  and  a  Hipotronics  30  kV,  posi¬ 
tive-polarity  corona-free  dc  power  supply  Model  230-10 
CT/4498-1 .  The  high  voltage  to  the  inside  of  the  oven 
is  fed  by  a  flexible  silicone  rubber  insulated  high 
voltage  cable  designed  especially  to  be  corona-free 
at  voltages  below  15  kV.  A  Fisher  ISO  Temp  oven  Model 
338F,  which  has  an  internal  blower  to  insure  uniform 
temperature  distribution,  is  used  for  thermal  aging. 
The  oven  has  four  sealed  openings  to  permit  access  to 
the  thermometer,  the  high  voltage  cables,  the  nitrogen 
inlet  and  the  exhaust  pipe.  The  oven,  which  has  a 
volume  of  about  10  cubic  feet,  can  be  used  to  age 
several  hundred  samples  of  dielectric  films  in  dif¬ 
ferent  impregnants  simultaneously. 

11. 3  Dielectric  Characteristics 

The  sample  thickness,  dielectric  constant,  and 
the  electrical  loss  tangent  at  frequencies  from  50  Hz 
to  10  KHz  can  be  measured  using  a  General  Radio  1620-A 
Capacitance  Bridge.  The  sample  cell  has  an  arrange¬ 
ment  of  four  concentric  brass  electrodes  as  shown  to 
scale  in  Figure  2  [1]. 

Using  the  4-ring  arrangement,  the  thickness  of 
the  specimen  placed  between  the  inner  two  electrodes 
can  be  calculated  electrically  [1].  Also,  using 
the  bridge  described  above,  one  can  calculate  the 
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dielectric  constant  and  dielectric  loss  at  various 
frequencies. 

1 1. 4  AC  Partial  Discharge  Analysis  System  (PDA) 

System 

The  PDA  (Biddle  Instrument  Co.,  Model  4)  is  used 
to  determine  the  ac  partial  discharge  (PD)  character¬ 
istics  and  breakdown  voltage  for  an  insulation  test 
specimen.  The  PD  characteristics  that  are  usually 
measured  with  the  PDA  are  the  PD  inception  and  ex¬ 
tinction  voltages  (i.e.,  PDIV  and  PDEV ) .  The  PDA 
is  comp  rised  of  four  major  components;  namely  the 
high  voltage  (HV)  ac  supply,  power  separation  filter 
(PSF),  PD  amplifier,  and  PD  calibrator. 

The  HV  ac  supply  is  a  40  kV,  1.8  kVA  transformer 
whose  primary  is  energized  by  a  120  V,  22  A  motorized 
variable  autotransformer.  (Note  all  voltage  and  cur¬ 
rent  ratings  quoted  for  the  PDA  are  given  in  rms 
units. ) 

The  PSF  (Biddle,  part  no.  8975)  is  a  high  volt¬ 
age  capacitor  bushing  (150  pF,  50  kV)  that  is  inter¬ 
faced  to  a  series  LC  network  (25  mH  and  50  nF).  The 
LC  network  provides  a  low  level  60  Hz  signal  for  the 
system  HV  meter  and  also  couples  the  high  frequency 
(■v  MHz)  PD  signals  to  the  PD  amplifier. 

The  PD  amplifier  (Biddle,  Model  8390)  is  a  vac¬ 
uum  tube  circuit  that  has  the  very  high  input  impe¬ 
dance  ('v  1  pF//10  MO)  needed  to  amplify  the  fast 
risetime  PD  pulses.  After  processing  the  input  PD 
pulses,  the  amplifier  sends  them  to  the  system  CRO 
(Tektronix  556  with  type  1A-1  plug-in  module)  for 
viewing. 

The  relationship  between  the  peak  voltage  out¬ 
put  from  the  PD  amplifier  and  the  charge  magnitude 
of  the  PD  signals  is  determined  with  a  PD  calibrator 
(Biddle,  part  no.  8975).  The  input  charge  magnitude 
is  generally  set  at  5.0  pC,  the  standard  threshold 
for  identification  of  the  PD  inception  and  extinc¬ 
tion  voltages,  when  the  calibration  is  performed. 

The  calibrated  sensitivity  of  the  PD  detection  sys¬ 
tem  was  found  to  be  <  3  pC.(2l 

11. 5  High  Repetition  Rate  Pulser 

The  pulse  generator  used  for  high-voltage  pulse 
breakdown  experiments  is  a  renovated  M.I.T.  Model -9 
Hard-Tube  Pulser.  This  pulser  was  originally  de¬ 
signed  to  drive  the  r.f .-generating  magnetron  of  a 
radar  unit  and  is  described  by  Glasoe  £6].  Several 
modifications  were  made  to  the  pulser  to  permit  the 
present  experiments.  Most  notably,  the  output  pulse 
duration,  which  was  originally  0.8  us,  was  made  to 
vary  between  0.2  and  6.0  ys,  depending  on  the  duration 
of  a  gating  pulse.  Also,  the  risetime  of  the  output 
pulse,  which  was  nominally  60  ns,  can  now  be  increased 
up  to  the  length  of  the  gating  pulse  by  adjusting  an 
R-C  integrator  which  was  installed  at  the  output  of 
the  pulser.  A  block  diagram  of  the  system  appears 
in  Figure  3. 

The  high-voltage  pulser  (HVP)  is  used  to  measure 
the  peak  value  of  pulse  voltage  which  can  be  applied 
to  an  insulation  specimen  and  to  count  the  total 
number  of  pulses  that  cause  breakdown  at  a  given  volt- 


Figure  3.  Block  diagram  of  major  components  of  High 
Voltage  Pulser  System  £4]. 

age.  The  HVP  permits  the  HFMRL/DDL  to  conduct  unique 
tests  and  experiments  which  explore  the  influences  of 
pulse  risetime,  duty  cycle  and  pulsewidth  upon  the 
measured  values  of  breakdown  voltage  for  composite 
Insulation  systems.  These  tests  are  especially  sig¬ 
nificant  in  the  development  of  high-voltage  and  pulsed 
energy  source  systems  because  they  closely  simulate 
real  service  conditions.  Manipulation  of  the  risetime 
or  pulsewidth  allowed  three  basic  types  of  experiments 
to  be  performed.  With  the  pulsewidth  held  constant, 
the  risetime  was  varied  and  the  effect  on  the  break¬ 
down  characteristics  of  the  test  sample  was  recorded. 
Also,  the  risetime  was  held  constant  while  the  pulse¬ 
width  was  varied  and  the  same  type  of  measurements 
taken.  Finally,  the  time  constant  of  the  RC  integrator 
was  Increased  above  the  duration  of  the  gating  pulse. 
This  produced  a  ramped  voltage,  rather  than  a  pulsed 
voltage,  since  there  was  no  "flat"  portion  of  the 
pulse. 

11 .6  Impulse  Generation  System 

The  Messwandler-Bau  system  is  a  construction-kit 
which  can  be  rearranged  to  provide  Impulse  and  Switch¬ 
ing  Surge  voltages  up  to  200  kV  and  ac  and  dc  voltages 
up  to  100  kV.  In  the  impulse  mode,  the  system  can  pro¬ 
vide  single  shot  pulses  having  risetimes  varying  from 
50  ns  to  300  ys,  and  a  fall  time  of  1  ys  to  3000  ys. 

In  these  experiments,  the  system  is  connected  to  pro¬ 
vide  an  Impulse  voltage  having  a  1.5  ys  risetime  and 
a  50  ys  fall  time.  The  high  voltage  Is  measured  by  a 
resistive  divider  connected  to  a  Tektronix  7623  stor¬ 
age  oscilloscope.  The  storage  oscilloscope  permitted 
recording  of  the  peak  voltage  before  breakdown. 

11. 7  Mechanical  Test  Apparatus 

The  critical  mechanical  properties  of  the  insula¬ 
tion  samples  (i.e.,  tensile  strength,  Young's  Modulus, 
complex  modulus,  and  mechanical  loss)  are  examined  at 
the  HFMRL/DDL  both  before  and  after  they  have  been 
prestressed  or  electrically  tested.  The  equipment 
and  procedures  used  in  carrying  out  these  mechanical 
tests  are  described  below. 

II. 7.1  Tensile  Strength  and  Young's  Modulus 

An  Instron  Tensile  Strength  Tester,  model  1000, 
is  used  to  measure  the  ultimate  tensile  strength  and 
Young's  Modulus  for  impregnated  dielectric  film  in¬ 
sulation.  The  sample  is  gripped  and  stretched  by 
the  machine  at  a  constant  rate  (e.g.,  20  mm/min)  and 
the  load  is  observed  on  a  chart  recorder  as  a  function 
of  time.  This  is  equivalent  to  recording  the  load  as 
a  function  of  extension  since  the  sample  is  stretched 
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at  a  constant  rate.  When  the  specimen  fractures,  the 
ultimate  tensile  strength  is  determined  by  dividing 
the  breaking  load  by  the  product  of  film  width  and 
thickness. 

The  Young's  Modulus  is  estimated  from  the  initial 
part  of  the  load  versus  time  curve  as  graphed  by  the 
chart  recorder.  The  modulus  is  determined  by  dividing 
the  measured  stress  by  the  measured  strain  [5]. 

II.  7. 2  Mechanical  Loss  and  Complex  Tensile  Modulus 

The  mechanical  loss  (tan  6)  and  complex  tensile 
modulus  are  measured  as  a  function  of  temperature 
using  a  Rheovibron  DDVII  dynamic  viscoelastometer. 

As  a  sinusoidal  tensile  strain  is  applied,  a  stress 
with  a  phase-lag  is  generated  and  the  viscoelastic 
behavior  of  the  test  specimen  is  characterized  by 
the  mechanical  tan  S.  The  frequency  of  the  applied 
strain  can  be  varied  from  3.5  to  110  Hz. 

The  loss  tangent  is  measured  over  a  specified 
temperature  range  (e.g.,  20  °C  to  110  °C).  The 
dynamic  force  is  also  measured  as  a  function  of 
temperature  and  the  absolute  value  of  the  complex 
modulus  can  be  calculated. 

III.  Representative  Dielectric  Analysis 

A  representative  experimental  study  of  the  effects 
of  electrical  and  thermal  prestressing  on  the  dielec¬ 
tric  and  mechanical  properties  of  impregnated  poly¬ 
propylene  (PP)  films  was  undertaken  at  the  HFMRL/DDL 
in  order  to  demonstrate  the  application  of  the  labor¬ 
atory  facilities  to  a  comprehensive  insulation  research 
program.  A  brief  discussion  of  the  relevant  experi¬ 
mental  conditions  is  provided  below. 

III. l  Test  Conditions 

The  test  specimens  consisted  of  8  ym  thick  biax- 
ially  oriented  PP  films  (Toray  Co.,  Type  2400)  that 
were  cut  into  rectangular  strips  (7.0  cm  by  37  cm) 
and  impregnated  in  a  commercially  available  aromatic 
hydrocarbon  oil  as  described  previously.  The  impreg¬ 
nated  samples  were  then  transferred  to  the  aging  oven 
where  they  were  stored  between  two  flat  aluminum  elec¬ 
trodes  in  a  tray  containing  the  impregnant. 

The  specimens  were  then  prestressed  in  the  oven 
under  a  circulating  dry  nitrogen  atmosphere  at  a  tem¬ 
perature  of  70  °C  and  an  ac  electric  field  of  16  V/ym. 
The  films  were  aged  in  the  oven  for  various  time 
periods  up  to  75  days  before  electrical  and  mechan¬ 
ical  tests  were  conducted  on  them. 

III. 2  Test  Results 

Representative  test  results  for  some  of  the  ex¬ 
periments  that  can  be  performed  in  the  HFMRL/DDL  are 
illustrated  in  Figures  4  to  8.  Detailed  analysis 
of  the  data  are  not  given,  as  the  primary  purpose  of 
this  paper  is  to  illustrate  the  experimental  capa¬ 
bilities  of  the  facilities. 

IV.  Conclusion 

The  insulation  impregnation,  prestressing  and 
testing  apparatus  at  the  HFMRL/DDL  form  a  comprehen¬ 
sive  diagnostic  facility  that  is  especially  well- 
suited  to  the  research  and  development  of  composite 
insulation  systems  proposed  for  use  in  HV  equipment. 

As  demonstrated  by  the  representative  investigation, 
many  important  mechanical  and  electrical  properties 
of  the  insulation  test  specimens  can  be  quantitative¬ 
ly  evaluated  at  the  HFMRL/DDL  under  the  influence  of 
electrical  and  thermal  prestressing.  The  information 
acquired  from  these  tests  can  lead  to  a  better  under¬ 
standing  of  the  physical  processes  that  govern  the  di¬ 
electric  and  mechanical  characteristics  of  impregnated 
insulating  films. 

The  insulation  research  and  development  capa¬ 
bilities  of  the  HFMRL/DDL  are  presently  being  further 
advanced  via  the  addition  of  several  more  new  testing 
and  diagnostic  facilities.  The  new  equipment  includes 
a  500  MHz  computerized  Transient  Diagnostic  Facility 
(Tektronix  System  62),  a  300  kV  ac  partial  discharge 


analyzer  with  2  pC  resolution  (Hipotronics,  Model  7300- 
40  CT),  a  600  kV,  15  kJ  impulse  generation  system 
(Hipotronics,  Model  IG-600-15),  a  250  kV  fast  risetime 
('c  1  ns)  pulse-transformer  (developed  at  Sandia),  a 
300  kV,  2  mA  dc  supply  (Delta  Ray,  Model  L300-2A),  a 
Hamamatsu  C-1155  1  ns  streak  camera  (full  range  to 
1  ms),  an  optical  multichahnel  analyzer  (ECG  Model  1460 
0MA- III),  and  a  Canberra  Series  30  multichannel  ana¬ 
lyzer.  These  devices  can  greatly  aid  in  the  study  of 
the  physical  factors  responsible  for  various  dielectric 
phenomena. 

Research  work  presently  being  performed  at  the 
HFMRL/DDL  includes: 

o  Continued  experimental  documentation  of  the 
influences  of  electrical  and  thermal  pre¬ 
stressing  upon  the  dielectric  properties  of 
polymer  film-based  insulation  systems, 
o  Adoption  of  a  transient  overvoltage  (T0V)  test 
in  addition  to  the  PDIV/PDEV  measurements. 

The  T0V  test  is  a  good  measure  of  the  ability 
of  a  dielectric  specimen  to  extinguish  dis¬ 
charges  under  practical  conditions, 
o  Study  the  effect  of  the  rate  of  applied 
voltage  rise  on  the  dc,  ac,  impulse,  and 
pulsed  breakdown  strength  of  polymer  lamin¬ 
ates  and  relate  this  information  to  the  oper¬ 
ating  conditions  specified  for  HV  equipment, 
o  Determination  of  the  impact  of  low  level 
(<  5  pC),  high  frequency,  and  intermittent 
PD  activity  upon  the  integrity  of  insulation 
systems  over  relatively  long  time  periods 
through  use  of  the  Transient  Diagnostic 
Facility. 

o  Conduction  of  pulse  life  testing  with  the 
HVP  by  applying  repetitive  pulses  of  ampli¬ 
tude  ^  60  -  70%  of  the  breakdown  level  until 
failure  occurs.  The  number  of  pulses  re¬ 
quired  fob  breakdown  will  be  counted  and 
compared  to  observe  any  changes  in  the 
estimated  life  with  aging, 
o  Fast  optical  diagnostics  of  pre-  and  post¬ 
breakdown  phenomena  in  gaseous  and  liquid 
insulation  under  the  application  of  repeti¬ 
tive  pulsed  voltages. 

o  Study  of  the  effects  of  radiation  on  the 
physical  properties  of  insulating  materials 
for  use  in  space  environments. 


Figure  4.  Change  in  dielectric  constant  and  dielec¬ 
tric  loss  (at  1  KHz)  with  aging. 12] 
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Figure  5.  Change  in  PDlV/PDEV  ratio  with 
aging  for  laminate  samples  com¬ 
posed  of  3  layers  of  impregnated 
PP  film. 


Figure  6.  Variation  of  breakdown  voltage 
with  aging  for  laminate  samples 
composed  of  3  layers  of  PP  film. 
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Figure  7.  Change  in  tensile  strength  with 
aging.  (Data  points  for  the  5  to 
33  day  period  were  discarded  due 
to  procedural  error.)  £5J 


Figure  8.  Change  in  mechanical  loss  (tan  6) 
-temperature  dependence  with  aging 
(1 -unimpregnated,  2-days  0  to  28, 
3-days  33  to  75). 
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